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GENERAL DESCRIPTION 

The EICO Model 324 RF Signal Generator is intended for general radio ana 
television servicing and for other applications requiring a modulated or un- 
modulated r-f sianal of sine waveform from 175kc to 420 me. 



The r-f output from the Model 324 may be modulated internally by a 400 cps 
audio oscillator or may be modulated externally by an audio signal fed into a 
connector on the front panel. The internal 400 cps modulating signal is also 
available separately at a front-panel connector. Selection of external modu- 
lation rearranges the audio oscillator stage as an amplifier operating on the 
external modulation signal. Asa result, up to 30% modulation is possible 
when the output of the external a-f source is as low as 3.0 volt. Percentage 
modulation by either an internal or external a-f source, as well as a-f output 
voltage, is adjustable by a single panel control. 



Six tuning bands are employedto cover the fundamental frequency range from 
150kc to 145 me. Calibration of the third harmonic of the highest fundamental 
band (FI) 37 me to 145 me is also given on the tuning dial to providea seventh 
tuning band (F2) from 1 1 1 me to 435 me. The particular band desired is select- 
ed by the band selector switch which acts, therefore, as a coarse output fre- 
quency selector; the 6 to 1 vernier tuning dial control is for fine tuning ond 
permits exact setting of the output frequency. 



Construction of the dial and tuning assembly is unusual ly fine. A heavy gauge, 
deep-etched, aluminum tuning dial is fastened to the shaft of the tuning ca- 
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through twin plexiglass windows, four complete scales appearing in one win- 
dow and four in the other, so that, despite the large number of scales, they are 
well-snared and not easilv confused. The Dlexialass not onlv affords Drotec- 
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tion for the tuning dial, but, due to its unique light-conducting property, per- 
mits the use of an illuminated hairline, which is engraved in the plexiglass 
and edge-lit by a panel lamp to permit maximum ease of reading. The illu- 
minated hairline also serve as a pilot. Other important construction points in- 
clude the use of turret mounted, slug-tuned coils for maximum accuracy, copp- 
er-plated chassis for minimized interference, line filters, shielded r-f output 
coble and jack-top binding posts for audio in/out. 



The Model 324 incorporates both coarse and fine r-f attenuators for smooth, 
efficient control of the r-f output signal . The coarse attenuator provides two 
steps of coarse attenuation of approximately 20 db each. 

The Model 324 employs a Colpitts-type r-f oscillotor and a <~oi pitts- type audio 
oscillator of proven design for efficient and trouble-free operation. The r-f 
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oscillator is plate modulated by a cathode follower for improved modulotion. 
Maintenance!* simplified by an uncrawded chassis and easy access toall inter- 
nal alignment adjustments for the six fundamental r-f bands. 



The characteristics of the Model 324 render it extremely flexible. It may be 
used in the radio and television service shop ar in the field for such applica- 
tions as alignment and signal tracing of am and fm radio receivers, alignment 
of both high and low frequency i-f amplifiers in television receivers, and sig- 
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324 is equally suitable to bench or portable applications, being provided with 
an uncluttered, professional satin aluminum panel that will add to the appear- 
ance of anv test bench and a ruaaed steel case that will withstand “car trunk" 
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abuse. 
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RF CHARACTERISTICS: 

RF Output Frequency Range .... 150kc to 145 me on fundamentals in 6 bands 

1 1 1 me to 435mc on calibrated harmonics. 

Accuracy of Tuning Dial Calibration. ,± 1 .5% 



RF Coarse Attenuation in two steps, each approximately 20 db 

RF Fine Attenuation continuous 0 to max. 



AF CHARACTERISTICS: 
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AF Output Voltage adjustable 0 to 10 volts across 100KQ 

load; adjustable 0 to 5 volts across 10K 
ohm load. 



AF In Impedance approx. 70KQ 

AF Out Impedance approx. 10KQ 



MODULATION CHARACTERISTICS: 
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External Modulation Frequency Range 



20 “ 15, 000 cps 



External AF Voltage Required for 30% Modulation at 1 me RF Setting 0 000 cps 
signal) approx. 3.0 volts. 

TUBE COMPLEMENT: 1-12AU7, 1-12AV7, I selenium rectifier. 

POWER REQUIREMENTS: 105-125 volts AC, 50/60 cps; drain 15 wotts. 
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WEIGHT: 10 lbs. 



FUNCTIONS OF CONTROLS AND TERMINALS 

SIGNAL SEL. - Turns poweroff In "OFF" position. In "INT. MOD./AF Op- 
position, modulated r-f output is available at the RF OUT connector and 400 
cycle oudlo signal Is available ot the AUDIO IN/OUT connectors. In -RF/ 
EXT. MOD" position, pure or externally modulated r-f output is available at 
the RF OUT connector depending on whether or not any external modulating 
signal is fed to the AUDIO IN/OUT connectors. 

BAND SEL. - Used to select desired tuning band. Frequencies in lower three 
bands (from 150kc to 3.5 me) as well as the linear reference scale are read In 
the upper window. Frequencies In higher four bands (3. 5 me to 435 me) are 
read in the lower window. Note that position F is used when tuning frequencies 
in either band FI or F2. 

TUNING (knob between windows): ~ Permits adjustment of RF output frequency 
to exact value. The RF output frequency is the setting directly under the il- 
luminated hairline on the scale for the band selected with the BAND SEL. 

RF OUT - The output cable supplied with the Model 324 should be connected 
to the RF OUT connector. The amount of output voltage Is controlled by the 
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RF COARSE - Permits 
mnta|u 20db eoch. 



adjustment of the RF output Tn coarse steps of approxi- 
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RF FINE - Continuous control permits exact adjustment of the RF output vol- 
tage. This is o secondary rather than a primary adjustment. 

AUDIO IN/OUT - Hos a double function. When the SIGNAL SEL. switch is 
set to "INT. MOD./AF OUT", a 400 cps audio signal from the internal audio 
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osci Motor Is fed fo this connector. The audio output voitage Is adjustable from 
zero to o maximum depending upon the load by the AF/MOD. OUTPUT control . 
When the switch is turned to "RF/EXT. MOD." an external moduioting signol 
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from the RF OUT connector. 



NOTE* When using external modulation , the AF MOD. /OUTPUT control should 
be turned clockwise in order to prevent short-circuiting the modulating signal 
to ground. In use, this control may be used as an attenuator to adjust the a- 
mount of injected modulating signal. As the Model 324 provides a stoge of 
amplification for the externol modulating signal, a signal of only 3.0volts 
opproximotely is required to modulate the r-f oscillator to 30% at 1000 cps (ot 
1 me RF setting). 



AF MOD/OUTPUT - Has three functions. 1) Adjusts the percentage of inter- 
nal modulation when the SIGNAL SEL. is set at "INT. MOD./AF OUT. 2) 
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when the SIGNAL SEL. is set at "INT. MOD./AF OUT" . 3) Adjusts the per- 



centage of external modulation when the SIGNAL SEL. is set at "RF/EXT. 
MOD . 11 and an ex t-ernal modulating signal is injected at the AUDIO IN/OUT 
connectors. 



APPLICATIONS 

NOTE: Age troubles may cause r-f or i-f amplifiers to appear weak, dead, 
or intermittent. Where doubtful, eliminote age for the test and use fixed bias 
as shown in Fig. 1 . 

\kf A D M I M Ct. • Ha nAf rAnnor t th*» 324 to test circuit ooints havina operating 
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voltages exceeding the maximums listed below: 

RF OUT Connector - 500 dc volts max. 

AF IN/OUT Connector - 400 dc volts max. 



TV SERVICING: 



General : If a tv set being serviced has picture or raster trouble, first check 

the ion trap magnet, brightness control, focusing mognet, and drive control in 
order to see whether a normal raster with normal brightness is obtainable. The 
picture tube, the high voltage section, and the vertical and horizontal de- 
flection circuits are o.k. if a normal raster is obtained. If you have a poor 
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have a normal raster, apply picture signal with the contrast control set for max. 
contrast. If you get a weak picture or no picture, it indicates that there is 
nrnhohlv trouble in the r-f. I-f. or video sections. 




AF omp 




FIG. 1. ELIMINATING AGC AND USING FIXED BIAS 



Dead Stage location in video amplifiers : Check the video section by applying 
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result, about 6 horizontal bars (the frequency of the a-f output, 400 cps, is 
about 6 times the normol verticol osci Motor operating rate, 60 cps) should ap- 
ngnp nn the raster as shown in Fig. 3. Adjust the vertical hold control to keep 
the bars stationary. If the bars do not appear, check out the video section 
point-by-point starting at the picture tube input ond working back toward the 
2nd detector. The goin provided by each stage should result in darkening of 
the bars when the 324 oudio lead is moved from the plate to the grid of the 
same stage if the stage is operating. Distinct lightening of the bars when the 
324 audio lead is moved from the grid of one stage to the plote of the proceed- 
ing stage indicates a faulty coupling capocitor. Reduce the audio voitage ap- 
plied to avoid overloading as required. 



Dead stage location in picture i-f amplifiers; if the vlaeo amplifier is o.k. , 
check the picture i-f section as follows. Tune the 324 to the center of the 
picture i-f pass band. Apply a modulated r-f signal at the inputof the picture 
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RF picture IF section 

section video action 

FIG. 2. BLOCK DIAGRAM OF TV RECEIVER SHOWN WITH 
OUTPUT OF 324 APPLIED TO KEY CHECK POINTS 




FIG. 3. HORIZONTAL BARS PRODUCED BY 400CPS MODULATION 
ON SCREEN OF TV RECEIVER 

i— f nrnnltfte*’ innint 2 Pin. 2L If horizontal bnri An not nDQMr nn the raster . 
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check the age voltage according to the manufacturer's service notes. A shorted 
i-f tube or age bus may result in clipping. If the age ci rcuit seems o. k. , check 
out the picture i-f section point-by-point starting at the grid circuit of the 
last picture i-f amplifier and working bock toword the first i-f amplifier. The 
gain provided by each stage should result In darkening of the bors when the 
324 r-f lead Is moved from the grid of the following stage to the grid of the 
stage under test if the stage is operating. Reduce the 324 output voitage with 
the output cable connected to the plate of a stage to obtoin light bors so that 

the stage gain will be observable as darkening of the bars when the output 
—Mo r. MAU A/J fA ikA AVI J a( til A llnAA 

W ■ W « - MlVf WM IW UIW JJI l« W. IMV « ■ WyV , 

If the picture i-f stages are functioning properly, check the mixer stage by 
applying r-f signal to the grid. If the receiver is designed so that the r-f tuned 
rlrrulhnrtnt n nartiol I— f <hr»rt nrross the converter arid _ temnnrari I v eliminate 
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the short during this procedure by a) removing a mixer coil strip in tuner of the 
turret type and turning the turret to the blank position, or b) using a spare 
mixer tube, carefully bending out the grid pin for connection to the signal 
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generator. In step b and sometimes in a, you will need to use olOKQ or larg- 
er resistor to ground to supply a dc -return poth for the grid current. 



Locating a dead r-f amplifier or r-f oscillator stage : If the mixer stage, pic- 
ture i-f section and video sections are ok, determine whether the r-f oscillator 
is operating by measuring the negative grid bios developed in the oscillator 
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circuir. ir is imporranr ro use a vrvm sucn as me civ-v-/ or ^7 

far this measurement. The correct value of the bias voltageshould be obtained 
from the service notes for the porttcular set. As the range of value for this 
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or less indicates the r-f oscillator is not functioning and the supply voltages, 
tube, and other parts of the circuit should be checked. If the r-f oscillator is 
functioning properly, tune the receiver to anydesired vhf chonnel and the 324 
to the picture carrier frequency of that channel . Apply the modulated r-f signal 
to the mixer tube grid and adjust the r-f output so the bars ore clearly visible 
on the picture tube screen. 



Nate: Tuners employing triode mixers and some employing pentode mixers may 
require that a capacitor of about 5 uuf or less be connected in series with the 
r-f ieaato minimize circuit loading and avoid detuning of the nigh impedance 
circuits. 
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lighter in shade. If the bars become very faint of disappear entirely, look for 

trouble in the r-f tuned circuits between the r-f amplifier plate and the con- 

verter grid. Without moving the cable, reduce the 324 r-f output until the 
bars are light grey and then shift it to the grid of the r-f amplifier. Darker 
bars should result, indicating that the r-f amplifier is functioning. Finally, 
shift the cable to the antenna input terminals of the receiver, which should 
result in bars of about the same intensity as before. Faint bars or disappear- 
ance of the bars indicates trouble in the circuits ahead of the r-f amplifier. 

Locating a dead stage in the sound T-f amplifier : Normal picture but no sound 
indicates that the trouble is probably in the sound circuits fallowing the sound 
i-f take-off circuit. If the audio section of the receiver tests a. k. (use method 
described in later section), check the f-m sound detector. In either the ratio 
detector or discriminator type defectors, set your vtvmup to use the zero-cen- 
ter scale and connect it across the output load resistor of the detector. Con- 
nect the r-f outputcable of the 324 to the grid of the last sound i-f stage and 
tuna the generator to the center frequency of the sound i— f amplifier. Tune 
the 324 back and forth through the sound i-f setting. If the detector is aligned 
and operating properly, the vtvm meter pointer will swing above and below 
center scale as the 324 is tuned. If the last stage or detector is defective, 
however, performance may be impaired. 

Next, set up your vtvm to measure dc volts and connect it to the grid af the 
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last sound I-f stage. Normally, grid current flowing through the grid resistor of 
this stage when a sound I-f signal is applied will produce a negative dc vol- 
tage varying from "1 .Ovolt on weak signals to “30volts or more onstrong sig- 
nals. At no signal, contact potential in the tube will produce a negative vol- 
tage of a few tenths af a volt. Tune the 324 to the center frequency of the 
sound i-f amplifier and apply the full r-f output, unmodulated the input 
of the sound i-f amplifier. If no reading is obtained, check out the sound i-f 
amplifier point-by-point by shifting the 324 i-f output cable first to the plate 
of the next-to-last sound i-f stage, then ta the grid, and so on ta the input. 

Local izinq intermittent picture troubles where raster is nat affected: Tune the 



tv receiver to an unused channel at the high end of the band. Tune the 324 



to the center of the picture i-f pass band and apply It with modulation to the 
Input of the picture i-f amplifier. Adjust the 324 output and receiver contrast 
control until the horizontal bars are clearly visible. Set your vtvm to a low 



d-c voltage range and connect it across the second detector load resistor 



where if should read several volts of rectified signal 
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occurs, the bars disappear but the vtvm reading remains unaltered, you know 
the trouble Is in the video section or the picture tube. If the intermittent does 
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tage breakdown, such as in capacitors or other components may be speeded up 
by operation at higher than normal line voltage. Intermittent r-f ascii lator 
action due to low line voltage (possibly due to weak or defective oscillator or 



power rectifier, or dirty tuner contacts) may be induced by operating the re- 
ceiver at lower than normal line voltage. Intermittent contacts may be found 
by inspection or tapping and prodding suspected components, whereas inter- 
miftents due to contraction and expansion as a result of temperature changes 
may be induced by heating the components in the suspected section with an 
infra-red lamp or an ordinary electric lamp. 



Localizing intermittent sound trouble ; intermittent sound but normal picture 
Indicates that the trouble is probably in the sound i-f or audio section of the 
receiver. (Similar symptoms may result from r-f oscillator frequency shift in 
receivershaving a separate a sound channel.) To determine whether the trouble 
is in the sound i-f or audio section, set your vtvm at the 50 valt d-c range 
or thereabouts and connect It to the output of the sound I-f detector. Set the 



324 for modulated r-f output and connect tne output caoie to fne input ot tne 
sound i-f amplifier. Tune the 324 to a frequency a little above the frequency 
resulting in maximum positive or negative swing on the vtvm scale. Turn up 
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signal is slightly below the limiting level. Reset the volume control for de- 
sired sound level. If, when the sound disappears, the meter reading drops to 
n jov* ynjuP then the trouble is in the sound i-f amplifier. If the meter read- 
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ing remains unaffected, look for trouble in the audio section. The occurence 
of the Intermittent may be speeded up here also by the methods described pre- 



viously. 
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Locating a weak or faulty stage by gain measurements: ine proceauresaireaay 
described are applicable only to finding a dead , extremely weak, or inter- 
mittent stage. Where the Fault is a definitely weak but not dead stage, it can 
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i-f and r-f amplifiers in receivers employing age, disable age and use fixed 
bias as shown in Fig. 1 . A low bias voltage such as “1 .5volts will usually be 
satisfactory and provide nearly maximum gain, whereas "3 volts may be nec- 
essary to decrease the gain of high gain amplifiers or in noisy locations. A 
bias of "4.5 or "7.5 volts may be required if oscillation occurs at lower bias 
voltage. 

To check stage gain in the video or audio amplifier sections, connect the audio 
output terminals of the 324 to the grid of the output tube and adjust the audio 
voltage at that point (as measured on your vtvm) to 1 .0 volt. Now shift the 
vtvm lead to the plate of the tube and measure the signal voltage there. As 
the voltage gain of the stage is equal to the signal voltage at the plate divid- 
ed by the signal voitage at the grid, the numerical value of the signal voltage 
measured at the plate Is the gain of the stage. Repeat this procedure for the 
first stage. In ac/dc receivers and some small ac receivers a hum voltage 
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this voltage with no signal applied and subtractitfromthevalueobtainedwith 
signal before calculating the stage gain. 



To check stage gain in the picture i-f amplifier, replace age by Fixed bias. 
Then connect the r-f output cable of the324 to the grid of the last picture i-f 
tube and adjust the r-f output without modulation to produce 0.5 volt across 
the second detector load resistor, as measured with your vtvm. Next, shift the 
output cable of the 324 to the grid of the next-to-last i-f tube and read the 
vtvm again. Divide this reading by the first reading (0.5 volt) to obtain the 
gain of the next-to-last stage. Now reduce the 324 r-f output to again pro- 
duce 0.5 volt across the load resistor and shift the cable to the grid of the 
second from last stage. Read the new voltage across the load resistor. This 
reading divided by 0.5 volt is the gain of the second from last stage. Any other 
stage? may be checked In the same manner. 



RADIO SERVICING: 

Locating a dead section in an a-m receiver: (Unless stated otherwise, the in- 
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audio section by applying 0.1 volt audio signal from the 324 to the input of 
the audio amplifier (point 1 Fig. 4) with the volume control of the receiver set 
f«r Fm j | volume. Check the ?-f section by tuning the 324 to the I-f frequency 
(usually 455 kc) and applying a very low modulated i-f signal to the input of 
the i-f amplifier (point 2, Fig. 4). if both audio and i-f sections are function- 
ing, It may be assumed that the trouble is in the r-f section. 




Locating a qeaa stage in fne audio amplifier section or a radio or tv receiver; 
Check the speaker and output transformer by applying the full audio output to 
the primary of the output transformer. Check the audio-output stage by apply-* 
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Turn up the receiver volume control to maximum and shift the 324 audio lead 
from the grid of the output stage to the plate of the 1st audio stage. The sound 
level should remain unchanged if the intervening coupling capacitor is o.k. 
Now reduce the oudio output of the 324 until the 400 cps tone Is weok and 
shift the audio lead to the grid of the 1st audio stoge. Proper functioning of 
this stage Is indicated by greatly increased volume. Check thevalume control 
by applying 0. 1 volt across ft and turning it through Its complete range. Noise 
may be caused by a defective control or d-c leakage In the associated block- 
ing copacirors. To check the input coupling copacitor, shift the audio ieaa 
ahead of it. There should be practically no change in volume. 



rf omp 




osc . ampi 



amp i 



FIG. 4. BLOCK DIAGRAM OF A-M RECEIVER 



Locating a dead stage In the i-f amplifier section of an a-m broadcast receiver : 
if the audio section is functioning, the i-f stages may be checked in the same 
way the picture i-f stages of a tv receiver were checked, except that the in- 
dication here is the 400 cycle tone. Start by setting up the 324 for modulated 
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signal to the grid of the second i-f amplifier. Retune the generator for peak 
sound output. With the receiver volume control turned all the way up, o loud 
400 cycle tone should result, indicating proper functioning of the second i-f 
amplifier and second detector circuits. Check the first i-f stage in the same 
manner. Check the converter stage by shifting the 324 output cable to the grid 
of rtre converter tube. Where the r-f tuned circuits form a partial i-f short 
ocross the converter grid circuit, connect a 10KQ resistor between the con- 
verter grid and the r-f tuned circuit when checking the converter stage and re- 
move after completing the test. 
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the same for both a-m and ^m receivers. Manufacturer's instructions in any 
case should be followed as closely as possible. In general, the following pro- 
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Setup your vtvm to read d-c voltages. In a~m receivers, connect It across the 
second detector load resistor. In f-m receivers employing a standard Foster- 
Seeley discriminator preceded by a limiter stage (Fig. 5), connect It across 
the limiter stage grid resistor R1 . In f-m receivers employing a ratio detector 
(Fig. 6), connect It across the load resistor R2 In the ratio detector circuit. 
Disable the age circuit of the receiver and use battery bias, if necessary (de- 
scribed previously). Set an a-m receiver at a quiet point near 1600 kc and 
f-m receiver at a point near the low frequency end of the dial. Tune the 324 
to the receiver's i-f frequency (usually 455 kc in a-m and 10./ me in f-m re- 
ceivers) and apply the modulated output to the grid of the last t-f stage, using 
only enough output to produce a usable meter reading. With a proper align- 
ment tool, adjust the output i-f transformer secondary and primary trimmers 
(In that order) for peak Indication of the vtvm. Then move the 324 output cable 
to the grid of the nexNto-last i-f stage and adjust the next-to-last i-f trans- 

e I J • /f_ sLm i m (a r Manlr i rtf th P 
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vtvm. Finally shift the 324 output cable to the grid of the converter stage 
and adjust the first I-f transformer secondary and primary trimmers (in that 

1 - ^ Cab mam!/ Vkfi 
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Receivers employing over-coupled I-f transformers ordinarily require that a 
nuagn gon orn tor be used for alignment. It is possible to use the peak align- 
men/method just described If the degree of coupling Is reduced by shunting a 
resistor of 1000 ohms or less across the transformer winding opposite to that 
being tuned. That Is to say, when the secondary of the transformer Is being 
tuned, the shunt resistor is placed across the primary, and when the primary is 
being tuned, the shunt resistor is placed across the secondary. 

F-m receivers, particularly the detector sections, are most conveniently and 
rapidly aligned by the visual method, using a tv-fm sweep generator such as 
the E1CO Model 360 and an oscilloscope (any model EICO oscilloscope Is suit- 
able for this purpose). Where such equipment is not available, a careful, 
experienced person may do a fairly accurate alignment job with an a-m gen- 
erator and a vtvm. F-m I-f alignment by the a-m generator and vtvm method 
Is described above. F“M detector alignment by this method depends of the 
type of detector circuit employed in the particular receiver. Two common 
F-M detector circuits are diagrammed below together with the alignment in- 
structions appropriate to each. 
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Fig. 4. is the basic Foster-Seeley C'phase") discriminator and preceedlng lim- 
iter stage. With the 324 set up and connected as per instructions for the last 
step of the i-f alignment shift thevtvm to measure thed“c voltage across either 




resistor R2 or R3 and adjust the primary of 12 for a maximum reading. As it 
is the rectified i-f frequency voltage that is being measured here, the 324 a-f 
modulation can be turned off for this step although it can do no harm to leave 
it on as some a-f modulation will filter through to the a-f section and serve to 
identify the signal by the loudspeaker output. Then shift the vtvm leads to 
measure the dc voltage across R2 and R3 in series (i.e. from point 1 to ground) 
and adjust the secondary of 12 until a zero reading Is obtained. When using 
this method, set the generator to 10.7 me as accurately as possible and whot is 
even more important, maintain the same i-f frequency setting during ail adjust- 
ments of the i-f amplifierand discriminator. (If the generator setting is slightly 
inaccurate it will be compensated by a slight variation in the dial setting, but 
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alignment will result in a poor job. Therefore make sure that the generator is 
thoroughly warmed up before doing alignment work.) 



Fig. 5 is a basic ratio detector circuit. The primary circuit of T2 is reoligned 
with an unmodulated i-f signal from the 324 connected to the same point used 
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voltage reading across R2 (point 1 to ground). To align the secondary of T2 for 
the most usual case where R2 is a single resistor (in some receivers R2 is replaced 

hu ha in annul racitfnrc fka m I rlnni of rtf u/kirk it rnnnar ft* A fn nn! nt 9 fkrnimk 
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a resistor or to ground) temporarily connect two equal resistances in series across 
R2 to produce artifically the condition in which the load resistance is split. 



f\ n — r 

- 

2 \/|n < 




PH 

U4>tv: 

vflifiJLHr 



R2 



■>■ AVC 



J/L 
1 V 



AF 

output 



FIG. 6. BASIC RATIO DETECTOR CIRCUIT 



Turn on the 324 a-f amplitude modulation and connect a vtvm from the mid- 
point of the equal resistances, added as described, to point 2 or some point in the 
a-f signal amplifier circuit (if larger signal amplitude Is required for convenient 
readings) and adjust the secondary of T2 for zero a-f (ac) voltage. Note that 
the a-f voitage minimum is critical and care must betaken so that the minimum 
will not be missed. 

Aft lL « m M mh^ ck/U 1 1 fj kft 
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after alignment of the i-f section (and detector circuit in f-m receivers). To 
align an a-m receiver oscillator, connect your vtvm across the second detector 
load resistor and set it to reed d— c voltage. Connect the receiver antenna to 
the receiver and set the 324 output cable sufficiently near the antenna so that 
the radiated signal will be picked up. Tune the receiver to Its highest fre- 
auenev. aDoroximatelv 1600 kc for most types, and set the 324 to the same 

T - ' f r ■! * * ■ . 

frequency. Using an insulated screwdriver, adjust the trimmer capacitor on the 
receiver oscillator for peak reading an the vtvm and then the antenna trimmer 
for peak Indication. Retune the receiver and the 324 to 600 kc, rock the tun- 
ing gang slightly, and adjust the trimmer for the low frequency end of the re- 
ceiver oscillator to obtain a peak reading on the meter. 



The adjustment procedure for f-m receivers is the same as for a-m receivers, 
except that the high and low frequency check points are between 88 and 108 
me (thef-m broadcast band). If particular alignment frequencies are not given 
for the particular receiver, use the ends of the band (namely 88 and i08 me). 

For all alignment work, always obtain if possible and follow closely the re- 
ceiver manufacturers Instructions which of course take precedence .over any 
instructions given here. Note that some type of receivers such as those which 
are stagger- tuned, can not be aligned without specific Information as to the 
specific tuning frequencies. 



14 




CALIBRATION 



General: Instruments purchased in kit form must be calibrated before use as 

described below. Factory-wired instruments have been calibrated and tested 

&L « If n aUahma A^/*nr*« i a tliA nrrn rn r \y of thfi I nstr IJfTI GHt oftfif Q 
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long period of use, it is probably due to aging of the components. The accu- 
racy of the instrument may readily be restored by repeating this calibration 
procedure. Recalibration will also be necessary, whenever parts (tubes, etc.) 
are replaced. 



Tuning Dial Adjustments: With the instrument out of the cabinet, insert the line 
cord into a 1 15 VAC, 50“60 cycle outlet and turn the power on. Tighten the 
tuning dial set screw and turn the tuning knob counter-clockwise until the tun- 
ing capacitor isfully meshed, i.e. to the point at which further counter-clock- 
wise rotation of the tuning knob causes no further rotation of the tuning d la i . 
Loosen the tuning dial set screw and turn the dial until zero (0)on theLINEAR 
REFERENCEscole appears directly under the edge-lit hairline in the upper win- 
dow. Retighten the tuning dial set screw. 



Individual band calibration: For each of the five lowest bonds there is a coil 
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inductance for the highest fundamental band FI and the harmonic band F2 is 
simply a straight piece of heavy bus wire which provides the proper inductance 
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The coil corresponding to each band can be identified by the stock number 
Drinted on the coil form which is reproduced in the parts list with the proper 

i - - - ■ 

identification. To facilitate calibration for the kit builder, the tuning slug in 
each coil has been preset at the foctory so that the distance it protrudes from 
the coil is correct to within one-sixteenth of an inch of the value for the cor- 
rect calibration. 



The method of calibration is to couple the output of the signal generator to an 
a-m broadcast and/or short-wave receiver sufficiently to provide o strong slgnol 
of about the same strength as the broadcast stations signals to be checked o- 
gainst. Depending on whot is expedient, the signal generotor is set to reod 
either the broodcast station carrier frequency or hoi f the broadcast station carrier 
frequency (in the cose of bond A which is entirely below the a-m bond). Then 
the tuning coil slug for the particular band is odjusted with a proper alignment 
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quency (in the case of band A) is "zero beoting" ogainst the broadcast station 
carrier frequency. Approoch of the "zero beot" point is indi coted by o squeal 

t tk* rnrl'n rai*aiuar u/kirk nmnractiualv (irnD< I n nt tch . The Droce- 
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dure is to odjust for the lowest pitched squeol or preferobly, a point where 
there is slow popping with a rising squeal on either side of the setting. The 
Doint at which there is slow poppina or complete silence is the "zero beot" 
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point, which means that the signal generator frequency (or a harmonic thereof) 
is the same as or very ciose to the broadcast station carrier frequency. The 
set-up for calibration is diagrammed in Fig. 7 below. 



Receiver Antenna 




It is recommended that wherever possible the coil for each band be adjusted at 
a frequency approximately two-thirds of the frequency range up from the low 
end of the band. 



Band A Calibration: Tune the receiver to a station of known frequency from 

600 to 700 kc. Then set the 324 band selector switch at band A and the tun- 
ing knob to read exactly half the known broadcast station frequency. Adjust 
the coil A tuning slug for "zero beat". Check the calibration by setting the 
receiver at another station of known frequency under 800 kc and tuning the 
324 through a short arc about half the known station frequency on band A to 
again obtain "zero beat". 

Band B Calibration : Tune the receiver to a station of known frequency from 

900 to 1Q00 kc. Then set the 324 band selector at band B and the tuning knob 
at exactly the known station frequency. Adjust the coilB tuning slug for "zero 
beat". Check the calibration as above. 



Band C Calibration: If a short wave receiver is available, use can be made of 
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WWV. This station transmits frequencies of 2.5,5,10,15,20,25,30, and 35 me 
modulated by standard audio frequencies of 440 cps and 660 cps as well as tim- 

■ n/s rinrirt Ic Trn ne m 1 cc inne n n ^ 1 n 1 ^ nnrl 2D mr nrp mnrp rpndilv rpceiv ed 

im^ w., v / ” / - 

because of the high transmitting powers used. If the 2.5 me WWV signal can 
be received, band C can b« calibrated by setting the receiver to receive the 
2 . 5 me si nnn I _ settinn th#» 324 to band C and exactly 2.5mc an the tuningdial, 
and then adjusting coil C for "zero beat". If a short wave receiver is not 
available, calibrate band C making use of an a-m broadcast station of known 
frequency around 1600 kc. 
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Bonds D and E Calibration: Coils D and £ for bands D and E respectively can 
be adjusted by either zero beating ogainst a WWV transmitted signal (5 ar 10 
me far band D; 15,20,25,30, or 35 me for band E) or against a standard signal 
generator. 

There is no calibratian required far band F. 



SERVICE 



If your instrument fails to function properly and the cause of the trouble can 
naf be found, you may return it to the EiCO repoir department where it wiii be 
repaired at a charge of $5.00 plus the cost of parts. (If your instrument has 
been built from the kit farm, refer to the complete statement of the EICO ser- 
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Railway Express if possible. Return shipment will be made by express collect. 



REPLACEMENT PARTS LIST 



S TOCK* SYM. DESCRIPTION STOCK 1 SYM. DESCRIPTION 



20000 


Cl, 2, 


13 cap., paper, .01 mf - 400V 


23009 


C3 


cap. , elec. , 2 X 20mf - 150V 


22500 


C4,5 


cap. , dl*c. , lOOOmmf 


22008 


C 6 


cap. , cer. , 5mmf 


22007 


C7 


cap. , cer. , 47mmf 


20006 


C8,9 


cap. , paper, . 1 mf - 400 V 


iuOOi 


CIO 


cap., paper, .05mf- 400V 


20008 


Cll 


cap., paper, .02mf- 400V 


29004 


02 


cap. , tuning 


93003 


CR 1 


reef. , 50 ma 


92000 


!1 


k u jk f #47 


50002 


J 1 


amphenol, male 


52001 


J2,3 


binding po*t, 5 way 


34501 


LI 


chake a.f. resonant 


36003 


L2 


coll "A" 


36004 


L3 


coll "B" 


36005 


14 


coll M C" 


36006 


15 


colt "D" 


36007 


L 6 


coil "E" 


36008 


17 


coti "F" (straight bare wire) 



51000 


. PI 


amph 


enol, female 


10041 


R 1 


re*. , 


2.2KO, 


1/2 W, 20% 


10002 


R2,3 


ref. , 


47Q, 


1 /2 W, 20% 


10005 


R4,5 


re*., 


470 fl. 


1/2 W, 20% 


16013 


R6 


pot. , 


200 n 


(RF FINE) 


10040 


R7 


re*. , 


68 £5, 


1/2W, 20% 


10018 


R8,9 


re*. , 


22KC3, 


1 /2 W, 20% 


10028 


R10 


re*. , 


470KC3, 


1 /2 W, 20% 


10419 


R 1 1 


re*. , 


270KQ , 


1/2W, 10% 


10424 


R12 


re*. , 


22KQ, 


1/2W, 10% 


i nJ 
1 LWJ£ 


Ol n 
IV 1 O 


re*. , 


* iv A 

1 AW , 


1/2W, 10% 


10410 


R14 


re*. , 


100KQ, 


1/2 W, 10% 


16002 


R15 


pot.. 


250KQ 


(AF MOD/OUTPUT) 


10012 


R 1 6 


re*. , 


4.7KQ, 


1 /2W, 20% 


60032 


SI 


twifrh RAMD 


SEL . 6 , v>! . 


60033 


S2 


rwitch, SIGNAL SEL., 3 poi . 


60034 


S3 


switch, RF COARSE, 3 po*. 


30013 


Tl 


traniformer, pawer 


90013 


VI 


12AU7 tube 




90022 


V2 


12AV7 tube 
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5TOCK* SYM. 


DESCRIPTION 


STOCK* SYM. 


DESCRIPTION 


STOCK* SYM, 


DESCRIPTION 




20000 


Cl, 2, 13 


cop., paper, ,01mf-400V 


36003 


L2 


coll "A" 


10028 


R10 


res., 470KD, 


1/2 W, 20% 


23009 


C3 


cap., elec,, 2 X 20mf-150V 


36004 


L3 


coll "8" 


10419 


Rll 


res., 270KQ, 


i/2 w; io% 


22500 


C4,5 


cap., dlic., lOOOmmf 


36005 


L4 


coll *C' 


10424 


R12 


res., 22 KO 


1/2 w 10% 


22008 


C6 


cap,, cer., 5mmf 


36006 


15 


coll "D" 


10432 


Rl 3 


res.. IKQ 


1/2W. 10% 


-j->rui7 


C7 


~~~ 17„f 


34007 


L£ 


{jjpf” 




Pl^ 


rMtf 


T AU/ IrtOt 

V * ” T SUW 


20006 


CB,9 


cop., paper, . Imf-400V 


36008 


L7 


coll "F" (itralght bare wire) 16002 


Rl5 


pot., 250 KQ 


20001 


CIO 


cap . , paper , . 05mf*400V 


51000 


Pi 


am phenol, ferrule 10012 


R16 


res., 4.7KQ, 


1/2 W, 20% 


20008 


Clt 


cap,, paper, ,02mf~400V 


10041 


Rl 


re*., 2.2KO, 


1/2 W, 20% 60032 


Si 


switch, BAND SEL . , 6 pas. 


29004 


Cl2 


cap, , tuning 


10002 


R2,3 


ret., 47Q, 


1/2 W, 20% 60033 


S2 


switch, SIGNAL SEL., 3 pos. 
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transformer, power 


92000 


n 


bulb, *47 


16013 


R6 


pot., 200 Q , 


30013 


Tl 


50002 


Ji 


am phenol , male 


10040 


R7 


res. ,680, 


1/2W, 20% 90013 


VI 


I2AU7 tube 




5200T 


J2,3 


binding poll, 5 way 


10018 


R8,9 


res., 22KO, 


1/2W, 20% 90022 


V2 


I2AV7 tube 




3450T 


LI 


choke 
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